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Abstract 

We have developed a quantitative imaging refractometry technique, based on holographic phase microscopy, as a tool for 
investigating microscopic structural changes in water-soluble polymeric materials. Here we apply the approach to analyze 
the structural degradation of vaginal topical microbicide films due to water uptake. We implemented transmission imaging 
of 1-mm diameter film samples loaded into a flow chamber with a 1.5 x2 mm field of view. After water was flooded into the 
chamber, interference images were captured and analyzed to obtain high resolution maps of the local refractive index and 
subsequently the volume fraction and mass density of film material at each spatial location. Here, we compare the hydration 
dynamics of a panel of films with varying thicknesses and polymer compositions, demonstrating that quantitative imaging 
refractometry can be an effective tool for evaluating and characterizing the performance of candidate microbicide film 
designs for anti-HIV drug delivery. 
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Introduction 

Thin polymeric films have been utilized as dosage forms for oral 
and topical delivery of drugs. Vaginal films have been commer- 
cially available as contraceptive products for many years [1—4]. 
Now, vaginal films are being developed as topical drug delivery 
vehicles for the prevention of infection and spread of HIV/ AIDS 
[5—7]. They have many favorable qualities as drug delivery 
platforms: films allow localized drug delivery at the most common 
site of transmission (the vagina), are inexpensive to manufacture, 
may be applied without an applicator, do not leak, and are highly- 
stable, portable products that are easily stored for long periods of 
time without risk of drug degradation [8] . 

Topical drug delivery by films and other vaginally administered 
microbicide products (e.g. gels) places requirements not only on 
the drug release rate but also on subsequent spatial distribution of 
the active pharmaceutical ingredient (API). This derives from the 
spreading and hydration behavior of the delivery vehicle [9-1 1]. 
However, most quantitative methods of evaluation of these 
products have focused on measuring bulk material physicochem- 
ical properties and macroscopic disintegration and dissolution/ 
drug release rates. Film disintegration testing is regularly a part of 
product development efforts. However, standard USP methods for 
disintegration testing require testing in large volumes of medium. 
In order to create a more biorelevant assessment of disintegration, 
a subjective visual assessment has been used in a lower volume of 
medium reflective of the small amount of fluids present in the 
vagina [12,13]. Although film uptake of fluid and consequent 
swelling, disintegration, and dissolution, are central to drug 
delivery by the film, there has been little study of the spatial 



behavior of film swelling, which underlies the drug release and 
delivery [12,13]. As computational film dissolution models are 
developed [14] and more advanced films are designed with 
complex dissolution and delivery characteristics, there is a need for 
objective and quantitative methodology that can verify that film 
formulations function as intended, delivering APIs to tissue with 
both the requisite spatial and temporal concentration distributions. 

We have previously demonstrated an optical characterization 
method based on quantitative phase microscopy (QPM) to 
measure spatial distributions of polymer volume fractions of 
dissolving polymer films [15]. This technique produces spatial 
maps of the integral refractive index (RI) throughout a film sample 
from a single temporal imaging frame. Interferometric phase 
microscopy has also been used in several cell studies as an effective 
method for analyzing dynamic changes in water content and cell 
dry mass [16-18]. In the work presented here, we further develop 
our technique into a quantitative assay and incorporate spatio- 
temporal analysis of mass transport to present the first comparison 
of the structural changes of different antiretroviral containing films 
with varied compositions and geometries. 

First, we describe an optimized optical configuration for 
standardized and comparable experiments. Then, using reference 
measurements of the refractive index of each sample, we show how 
to compute the volume fraction and mass density of the film 
material and water, yielding two-dimensional spatial maps of 
hydration and structural disintegration. We compare these data 
for a panel of film candidates loaded with tenofovir (TFV), an 
antiretroviral drug being studied for vaginal administration for 
topical pre-exposure prophylaxis. This drug is in the midst of 
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multiple clinical trials, the first of which showed its promise in 
topical vaginal prophylactic against HIV infection [19-21]. 
Finally, we show that both the polymer composition and film 
geometry affect not only film hydration rate, but also the spatial 
distributions of polymer film material. 

Methods 

2.1 Quantitative Phase Microscopy Setup 

The imaging device used for these experiments is a custom 
interferometer designed for quantitative phase microscopy, as 
illustrated in fig. 1A [15]. A beam from a helium-neon laser 
(X — 632.8 nm) is spatially-filtered and magnified using lenses LI 
and L2 along with aperture A, and is then split into sample and 
reference arms, S and R, at BS1. The light from the sample arm 
passes through the sample, which imparts a spatial pattern of 
phase delays upon this beam. Microscope objective MOl (2.5 x A- 
plan, Zeiss) is in a 4F imaging configuration with tube lens TL and 
produces a magnified image of a 2.0 mm x 1.5 mm field of view 
onto the plane of the camera (Flea3.0, Point Grey). The light from 
the reference arm passes through a matched objective M02 and 
recombines with the sample light at beam splitter BS2 before being 
imaged onto the camera by TL. A lateral shift in the alignment of 
both the reference beam and M02 relative to the signal beam 
path produces a high frequency linear fringe pattern. 

2.2 Phase Image Processing 

After image acquisition, the off-axis interferograms are digitally 
processed to recover phase images of the relative optical delays 
associated with the sample [15,22]. The Fourier transform of this 
off-axis interference pattern yields distinct autocorrelation and 
crosscorrelation terms arising from the optical mixing of the 
reference and sample light fields. One of the cross correlation 
terms is first isolated by spatial filtering, then re-centered in 
frequency space, and is finally inverse Fourier transformed to 
recover the complex wave information [22]. Taking the phase of 
this complex-valued data produces a two-dimensional map of the 
relative phase difference between the reference beam and the 
sample beam. The recovered phase delays are mathematically 



limited in range to ±7t, with longer or shorter delays being 
ambiguously measured modulo-27t. In order to recover a true 
representation of the relative phase delays across the field of view, 
spatial [23] and temporal [24] unwrapping algorithms are 
combined as described previously [15]. Under the assumption 
that the true phase distribution does not change by more than rc/2 
between two adjacent data points in either time or space, these 
algorithms produce unambiguous phase images. 

The recovered quantitative phase measurements are further 
processed to produce film polymer volume fraction and hydration 
maps. First, a phase image of the flow chamber filled with water is 
subtracted from each image to remove system phase artifacts and 
yield the relative phase delays induced by only the film material, 

A(p^r,t^. Then, using the chamber height as measured with 

digital calipers (d c i, am i, er = 250^m+l0^m), the average refractive 

index, n[ r,t\, is calculated as: 



V / "chamber ^ 

It is important to note that h[r ,t^j is the average RI over the 

entire axial thickness of the chamber sample, and therefore 
represents a linear combination of the component refractive 
indices weighted by their relative heights as given in eqn. 2: 

«A 2 o4 2 o + n f d f = n (di, 2 o + d/j (2) 

The height of the sample chamber along with the xy-lateral 
dimensions of the microscope form a voxel whose RI is a linear 
combination of the RIs of the water, «/, 2 „, and film, rif, 
components weighted by the heights of the water and film, di, 20 
and df, respectively. Upon decomposition of the measured RI 
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values into percent -volumes of film polymer and water, quanti- 
tative maps are produced. From these, the percent volume of film, 
F, (i.e. volume fraction of polymer) at each spatial point is 
calculated: 



F = %vol.Film = ^- * 100 

nf-'V, 2 o 

The quantitative phase microscope and processing methods 
described above achieve a temporal phase stability of 13.5 mrad, 
corresponding to a refractive index sensitivity ofo> = 5.5x 10 6 
[15]. This measurement sensitivity along with the measurements 
and uncertainties of «/,, o 

The quantitative phase microscope and processing methods 
described above achieve a temporal phase stability of 13.5 mrad, 
corresponding to a refractive index sensitivity of<7s = 5.5xl0~6 
[15]. This measurement sensitivity along with the measurements 
and uncertainties of n/,,o and each film's rif (Table 1) are 
propagated through eqns. 3 and 4 to yield a film fraction 
measurement precision ranging from ap = 0.0035 — 0.0038 per- 
centage points (pp). 

2.3 Microbicidal Film Characterization 

Microbicidal films were manufactured in sheets that are 
approximately 8 inches x 12 inches using a solvent casting 
method similar to that described by Akil, et al [12]. Films were 
cast onto substrate and dried before being cut into 1 inch by 2 inch 
individual film strips using a die press. Individual film strips were 
analyzed for drug content using high pressure liquid chromatog- 
raphy methods and were found to contain approximately 20 mg of 
tenofovir. Water content was measured using a Karl Fisher 
titration apparatus. Film thickness was measured with mechanical 
calipers with a measurement resolution of ± 1 0 |im. Finally, the 
RIs of each distinct film composition, as well as that for the 
deionized water used for the flow experiments, were measured 
separately using a bulk refractometer (Bellingham & Stanley, RFM 
340). Since this is a surface measurement device, equilibrium serial 
dilutions of the polymer film samples with water were prepared. 
Fitting the RI measurements of each film's dilution series to a 
linear model as « ( C) = dri/dC, * C v + n/, 20 where C„ is the volume 
concentration, yielded a value of dnj ' dC v for each film. Each film's 
density was then calculated according to the compositions listed in 
Table 2 and used to convert dn/dC, to RI increments, a, which is 
a parameter that is widely used in interferometric mass analysis of 
biomaterials [18,25,26]. We evaluated four distinct films (Table 2): 
T1A, T2A, and T3A, which are tenofovir-loaded films, 120 |im 
thick, which differed in polymer composition, and TIB, which has 
the same composition as T1A but is twice as thick. 

2.4 Film Hydration Assay 

Samples for the hydration assay were cut from the film strip 
using a 1 mm-diameter biopsy punch and then placed on a round 
coverslip in close proximity to a reference structure. This structure 
is a transparent physical ramp (Sylgard 184, Dow Corning) that is 
epoxied to the coverslip in order to provide a constant refractive 
index reference in the field of view during the experimental time 
course [15]. Gentle pressure was applied to the film with a blunt 
pair of tweezers in order to partially attach the sample to the 
coverslip. This ensured that the film remained centered in the field 
of view when water was added at the beginning of the experiment. 



3 



April 2014 | Volume 9 | Issue 4 | e95005 



Vaginal Microbicide Film Hydration Kinetics 

After placement of a film sample, a coverslip was inserted as the 
top of a lateral flow chamber (Bioptechs, FCS3 chamber). A 
250 N.m thick gasket sealed the chamber and thus allowed both top 
and bottom coverslips to make contact with the calibration ramp 
structure. The sample was centered in the QPM field of view, and 
then water was injected with a hand syringe into the chamber from 
an inlet port until it completely immersed the sample and flowed 
to the outlet port. As soon as the water reached the outlet port 
(~2— 3 seconds after film immersion), flow was halted. Images were 
acquired at 2 s intervals over a time course of 20 minutes as the 
film dissolved. After a defined 20 minute hydration period, a large 
volume of water was flushed through the chamber to clear all film 
material from the field of view. An interferogram was then 
captured with the water-filled chamber as a reference phase 
measurement. Each interference image was then processed as 
described in section 2.1 to yield film volume fraction data (approx. 
2 s per image, 20 min total processing time per dataset), which 
became an output measure of hydration for comparison across 
repeated experiments and varied film compositions. The hydration 
assay was repeated three times for each film type. 

2.5 Comparative Analysis of Films 

Film volume fraction images were calculated from the QPM 
measurements as described in section 2.2. Although films T1A— 
T3A have unique compositions and densities, their initial 
geometries are identical and therefore their volume fractions are 
directly comparable during hydration and dissolution. Represen- 
tative images of film volume fraction were selected for direct 
comparison at specific time points. The volume fraction of film 
material remaining within the initial area was also compared by 
manually selecting the center location of each sample and 
averaging the volume fraction remaining within a 1 mm-diameter 
area (fig. 1C). 

Additionally, differences in hydration dynamics were analyzed 
by quantifying spatial distributions of the polymer dry mass. The 
mass density, which indicates polymer concentration, was 
calculated from volume fraction data using the known geometry 
of the flow chamber and the density of each film [gt in g/ ml, see 
Table 1): 

ml 

M(x,y,f)=F{x,y,t) * 250 x 10 6 T * g f . 

mm 1 

Mass density images were interpolated from Cartesian (x, y) to 
polar (r, 6) coordinates, (Figs. 2A and B), and axiosymmetric radial 
profiles were calculated by taking the median value over 6 as a 
robust measure of central tendency. 

Hydration dynamics of the varied polymer films were further 
compared using spatial Fourier analysis (SFA) of the mass density 
distributions. Polar mass density distributions (Fig. 2B) were 
Fourier transformed in r, and averaged over 0 to produce 
<(M(p,?))fl, which is a measure of how each radial spatial 
frequency evolves over time (Figs.2B and C). The dynamics of 
each film's hydration process were then compared by examining 
the temporal dynamics of specific spectral components (Fig. 2D). 

Results 

3.1 Film Characteristics Summary 

Table 2 summarizes the initial compositions, the residual water 
content after evaporation, thickness, and refractive indexes of the 
film compositions analyzed in this study. Films T1A and T2A are 
more chemically similar to each other than T3A, containing only a 



4 



April 2014 | Volume 9 | Issue 4 | e95005 



Vaginal Microbicide Film Hydration Kinetics 




0.193 mm 

0.090 mm 
0.044 mm 
0.021 mm 
0.01 1 mm 



p Spatial Frequency (cyc/mm 



time (min) 



Figure 2. Spatial Fourier analysis of mass density: (A) Mass density image of film T1 A at t = 2 min; (B) Polar-coordinate representation of data in 
(A). Mass density distributions are then Fourier-transformed in the radial direction and averaged azimuthally to produce (C) power spectral density 
over time. (D) As the film hydrates and dissolves, each spatial frequency component decays with different temporal dynamics. 
doi:1 0.1 371 /journal.pone.0095005.g002 



2% difference in fractional composition. Meanwhile, T3A 
substitutes two unique polymers and contains almost double the 
content of glycerin relative to T1A and T2A. Notably, films T1A 
and T3A contain NaCMC (n = 1.515) and have higher refractive 
indices than T2A, which does not contain NaCMC. 

3.2 Refractive Index Measurements of Water and Film 
Samples 

Table 1 summarizes the RI increments (see section 2.3) and 
extrapolated RI values of the water and three distinct film polymer 
compositions used in the hydration experiments. The error bars 
correspond to the 95% confidence bounds of the fit model. Films 
T1A, T2A and TIB all exhibit similar RI increments, a, while 
T3A was found to have a significantly lower refractive index 
increment. 



3.3 Effects of Film Thickness on Hydration Behavior 

Figure 3 compares representative film volume fraction images 
(fig. 3A) and summary (volume average over the entire film, 
r = 0 mm to r = 0.5 mm) volume fraction time curves (fig. 3B) for 
two film types with identical polymer compositions but different 
thicknesses, T1A and TIB. The hydration data contains several 
notable features. First, T1A is half as thick as TIB and thus 
contains half the volume of polymer material as TIB initially. 
Additionally, the volume of T1A polymer within the initial area is 
about half that of TIB at each time point because both films 
spread at approximately the same rate. Finally, the thicker film, 
TIB, exhibited phase wrapping artifacts for the initial 7 minutes of 
the experimental time course, whereas the phase data from the 
thinner film T1A were free of wrapping artifacts within 2 minutes 
of initial hydration. The consequence of this behavior difference is 
discussed below. 
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Figure 3. Comparison of two films with different thicknesses, T1 A (120 \im) and TIB (240 |im). (A) Calculated film fraction at 7, 15, and 20 

minutes. (B) Film fraction remaining within the initial circular film area during hydration. The three repeats of T1A (red) show a distinctly faster 
hydration rate than the repeated measurements of samples from the T1B film (blue). Solid lines indicate experimental data depicted in (A), while 
dashed lines are data from repeated experiments with identical conditions. Scale bar: 0.5 mm. 
doi:1 0.1 371 /journal.pone.0095005.g003 



3.4 Film Hydration Comparison: Varying Polymer 
Composition 

The hydration experiments were repeated with the three films 
of different compositions, to explore the effect of composition on 
hydration dynamics (fig. 4). Here, T1A and T3A appear to have 
similar temporal hydration profiles but exhibit early kinetic 
differences, along with a potential variation in initial thickness of 
± 1 0 um. These result in different film volume fractions after the 
first two minutes of the experimental time course. While T2A 
appears to contain the largest volume fraction of film material at 
its center two minutes after hydration, this central concentration 
diminishes rapidly and contains the least fraction of film material 
after 20 minutes. 

3.5 Azimuthally-averaged radial profiles 

The effects of varied polymer compositions and thickness are 
further examined in concentration profiles shown in fig. 5. 



Azimuthal averaging has removed small-scale features and allows 
examination of the macroscopic radial shapes exhibited by the 
polymers during dissolution. T1A and T2A exhibit a pronounced 
central core: after initial hydration, the films retain an inflection 
point within the field of view that migrates inward during further 
dissolution. T3A differs significantly in composition (see Table 2), 
and lacks this inflection feature. Interestingly, the thicker film TIB, 
which is compositionally identical to T1A, lacks this feature as 
well. Because TIA's inflection point is near the edge of the field of 
view, we expect that the same feature is not seen in TIB's mass 
density profiles both because it occurs beyond the field of view and 
also because the inward migration of the inflection point is 
expected to occur later than the final time point of this experiment. 

3.6 Spatial Frequency Analysis 

Spatial frequency analysis indicates distinct behavior at charac- 
teristic length-scales given by R = 1 /p. Relative increases and 



2:00 10:00 20:00 




Figure 4. Comparison of three distinct film formulations as summarized in Table 2. (A) Calculated film fraction at 2, 10, and 20 minutes. (B) 
Film fraction remaining within the initial circular film area during hydration; Solid line corresponds to the hydration time course represented in (A), 
dashed lines correspond to triplicate repeat experiments and demonstrate assay variability/repeatability. 
doi:1 0.1 371 /journal.pone.0095005.g004 
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Figure 5. Azimuthally-averaged radial mass density profiles. 

doi:1 0.1 371 /journal.pone.0095005.g005 



decreases in the amplitude of specific length scales occur as 
dissolution proceeds by mechanisms such as polymer chain 
disentanglement, fragmentation, swelling, and diffusion [27—29]. 
Pure diffusion, as governed by Fick's second law, predicts that the 
power in each spatial frequency component will decay as: 



M(p,e,t) = M( P ,efl)e- AKlD(,2 < 

where M(p,8,0) is the initial mass density distribution and D is the 
diffusion coefficient [30,31]. Figure 6 illustrates that diffusion does 
not appear to be the dominant mechanism of mass transport for 
any of the compositions or thicknesses, although each film's 
hydration behavior differs significantly. For all films, amplitudes 
for characteristic length scales less than 0.27 mm increase in 
relative contribution during the first several minutes of hydration, 
which we attribute to swelling and polymer chain disentangle- 
ment. As dissolution continues, all curves approach uniform decay 
rates. Films T1A and T2A also exhibit damped oscillations in 
length scales 0.2 mm<R<0.5 mm due to complex polymer- 
solvent interactions. The smallest length scales correspond to the 
resolution limit of the interferometric imaging system. 

Each spatial frequency time series calculated by SFA is divided 
into two regimes: (1) an initial hydration regime and (2) a 



l 
1 
1 
l 



dissolution regime. These two regimes are divided at x H , the time 
where all spatial frequencies have passed their maximum value. 
The hydration times for films T1A and T2A, which have similar 
polymer compositions, are 5:16 and 5:44, respectively (times 
represented as m:ss). T3A has a much longer Th of 8:52. Doubling 
the film thickness while keeping the polymeric composition 
identical (T1A= 120 |im, TIB = 240 |J.m) increases T H from 5:16 
to 7:48. 

Once in the dissolution regime, each characteristic length scale 
amplitude curve is fit to an exponential decay of the form: e~^ K )' 
to determine the decay rate, X. There is a clear difference in decay 
behavior above and below R = 200 u.m (see fig. 7A), where long 
length scales indicate bulk dissolution dynamics and the small 
length scales indicate the micron-scale particle behavior of the 
film. Fig. 7B shows the average decay rates of each film sample's 
bulk (r = <A> J?> 2oo^n) and micron-scale (A= </>^ <200 , lm ) fea- 
tures. While T1A-T3A all have the same physical geometry, T3A 
exhibits both a lower bulk decay rate as well as slower dissolution 
of micron-sized particles. All three of these films have larger decay 
rates at long length scales and approximately constant decay rates 
at length scales smaller than 200 |im; In contrast to the 120 um- 
thick films, TIB's T and A decay rates are similar. The variation 
in decay rates T and A indicates that polymer composition and 
geometry affect not only the bulk rate of dissolution, but also the 




Figure 6. Spatial frequency time dynamics. Selected characteristic length scales demonstrate early hydration and subsequent dissolution. Blue 
lines and error bars correspond to the mean and standard deviation of three repeats of each film type. 
doi:1 0.1 371 /journal.pone.0095005.g006 
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Figure 7. Spatial frequency decay rates. (A) Each characteristic length scale is fit over the time interval of (t h ,20:00) to an exponential decay, 
e -i(R)i g5<y 0 confidence intervals of the fits are shown as black bars. (B) Average bulk decay rates (r) and micron-scale particle decay rates (A) of each 
sample. Black bars show standard deviation (See Table 1 for summary). 
doi:1 0.1 371 /journal.pone.0095005.g007 



rate at which smaller-sized objects are generated and decay. Each 
parameter is expected to have a distinct influence on the film's 
ability to spread across and deliver API to a target tissue. 

Discussion and Conclusion 

In this study, we have demonstrated that quantitative imaging 
refractometry can be an objective, quantitative tool for investigat- 
ing differences in the water uptake, hydration, and dissolution 
behaviors of microbicide films with varying compositions and 
thicknesses. These processes impact drug release profiles and 
ultimately underlie drug pharmacokinetics. We have introduced 
the methodology and illustrated its use for a set of prototype films 
being evaluated for vaginal delivery of the topical anti-HIV 
microbicide Tenofovir. To date, no method exists to study the 
initial stages of film hydration, which are critical to drug release. 
Thus, the methodology presented here represents a novel 
technique for studying the spatial distributions of hydration 
parameters in vitro, which can aid in film formulation development 
and understanding of in vivo film behavior. 

In the experiments presented here, we compared film proto- 
types with different thicknesses as well as polymeric compositions. 
Refractive index measurements of the films enabled calculation of 
film volume fractions (local, average), mass density profiles, and 
spatial Fourier analysis that can be used in comparing various film 
designs. Film T1A (d= 120 |J,m) dissolved consistently quicker than 
the 240 (Xm-thick film of the same formulation, and contained 
approximately half as much material in the initial film area after 
20 minutes of hydration (T1A=6.2%, TIB = 12.5%). Variations 
in polymer formulation produced films of identical thickness that 
dissolved at different rates, as demonstrated by the fitted A and T 
values. Notably, results here showed that composition and 
geometry can be altered to produce not only different hydration 
rates, but distinct bulk- and micro-scale particle dissolution rates 
that can vary independently. These results illustrate that our new 
methodology will provide a reference for future modeling and 
analysis that seek to understand how polymer-solvent kinetics 
(including polymer chain disentanglement, material cracking, and 
formation of a glassy transition layer) govern film vehicle spreading 



as well as microbicidal drug release and delivery to tissues of 
interest. 

The precision, accuracy, and fidelity of this method are 
bounded by several factors. Each 2ji wrapping artifact contributes 
an error of 2.5 x 10 _ i refractive index units, which corresponds to 
a film volume fraction error of 1.65-1.76 pp depending on the 
specific refractive index of the film. In comparison, the spatio- 
temporal phase fluctuations, as limited by the inherent noise of the 
interferometer, yield a refractive index sensitivity oftr=5.5xl0~ 
[15], corresponding to film fraction measurement precision of 
0.0035-0.0038 pp and a mass density measurement precision of 
cm = 0.98— 1. 25 fJg /mm . The accuracy of the measured film 
fractions is bounded by the error of the refractive index 
measurements given in Table 1. While the absolute differences 
across the four film samples contain some uncertainty due to these 
calibration measurements, the system precision suggests that the 
differences in hydration kinetics between specific film repeat 
measurements (figs. 3-7) are deterministically attributable to 
sample geometric and kinetic variability. It is important to note 
that the measured phase data contain large errors due to wrapping 
artifacts during the initial minutes following hydration, rendering 
data at these early times unsuitable for analysis. After a short 
period of hydration, the phase images become smooth and easily 
unwrapped, and thus produce high quality data for the remainder 
of each experiment. 

In conclusion, we have presented and applied a novel 
methodology for the first objective, quantitative imaging compar- 
ison of microbicide film polymer hydration kinetics. Our results 
demonstrate that film geometry and polymer composition each 
can have a significant effect on not only the time to hydrate, but 
also on the specific behavior of the spatiotemporal dissolution 
profiles. These results can be input to mechanistic analyses of film 
hydration, disintegration, drug dissolution and release [14], 
helping to improve our understanding of the determinants of 
those processes. In turn, they can contribute to improved design of 
films for effective vaginal delivery of anti-HIV microbicides. 

Author Contributions 

Conceived and designed the experiments: MR LR DK AW. Performed the 
experiments: MR. Analyzed the data: MR. Contributed reagents/ 



PLOS ONE | www.plosone.org 



8 



April 2014 | Volume 9 | Issue 4 | e95005 



Vaginal Microbicide Film Hydration Kinetics 



materials/ analysis tools: LR AW. Wrote the paper: MR SG LR DK AW. 



References 

1. Frankman O, Raabc N, Ingcmansson CA (1975) Clinical evaluation of C-Film, a 
vaginal contraceptive. J Int Med Res 3: 292-296. 

2. Neurath AR, Striek N, Li Y-Y (2003) Water dispcrsiblc microbicidal cellulose 
acetate phthalatc film. BMC Infect Dis 3: 27. 

3. Dobaria NB, Badhan AC, Mashru RC (2009) A Novel Itraconazole Bioadhcsive 
Film for Vaginal Delivery: Design, Optimization, and Physicodynamic 
Characterization. AAPS PharmSciTcch 10: 951-959. doi: 10.1208/s 12249- 
009-9288-0. 

4. Younus Pasha M, Bhat SR, Hani U (2012) Formulation design and evaluation of 
bioadhcsive vaginal films of metronidazole for vaginal candidiasis. Lat 
Am J Pharm 31. 

5. Machado RM, Palm cira-Dc -Olive ira A, Martinez-De-Olivcira J, Palmeira-Dc- 
Olivcira R (2013) Vaginal films for drug delivery. J Pharm Sci 102: 2069-2081. 
doi:10.1002/jps.23577. 

6. Stone A, Harrison PF (2010) Microbieides: Ways Forward. Alliance for 
Microbicide Development, Silver Spring, MD. 

7. Rustomjec R, Abdool Karim Q, Abdool Karim SS, Laga M, Stein Z (1999) 
Phase 1 trial of nonoxynol-9 film among sex workers in South Africa. AIDS 
LondEngl 13: 1511-1515. 

8. Garg S n Goldman D, Krumme M, Rohan LC, Smoot S, ct al. (2010) Advances 
in development, scale-up and manufacturing of microbicide gels, films, and 
tablets. Antiviral Res 88: S19-S29. 

9. Garg S, Vcrmani K, Garg A, Anderson RA, Renchcr WB, et al. (2005) 
Development and characterization of bioadhcsive vaginal films of sodium 
polystyrene sulfonate (PSS), a novel contraceptive antimicrobial agent. Pharm 
Res 22: 584-595. doi:10.1007/sl 1095-005-2490-1. 

10. Gconnotti AR, Katz DF (2006) Dynamics of HIV Neutralization by a 
Microbicide Formulation Layer: Biophysical Fundamentals and Transport 
Theory. BiophysJ 91: 2121-2130. doi:10.1529/biophysj. 106.086322. 

11. Katz DF, Gao Y, Kang M (201 1) Using modeling to help understand vaginal 
microbicide functionality and create better products. Drug Dcliv Transl Res 1: 
256-276. doi:10.1007/sl3346-011-0029-z. 

12. Akil A, Parniak MA, Dczzutti CS, Moncla BJ, Cost MR, ct al. (2011) 
Development and characterization of a vaginal film containing dapivirine, a 
non-nuclcoside reverse transcriptase inhibitor (NNRTI), for prevention of HIV - 
I sexual transmission. Drug Deliv Transl Res 1: 209-222- doi:10.1007/sl3346- 
011-0022-6. 

13. Ham AS, Rohan LC, Boczar A, Yang L, W. Buckheit K, ct al. (2012) Vaginal 
Film Drug Delivery of the Pyrimidinedione IQP-0528 for the Prevention of HIV 
Infection. Pharm Res 29: 1897-1907. doi:10.1007/sl 1095-012-0715-7. 

14. Tasoglu S, Rohan LC, Katz DF, Szcri AJ (2013) Transient swelling, spreading, 
and drug delivery by a dissolved anti-HIV microbieide-bearing film. Phys Fluids 
25: 031901. doi:10. 1063/1.4793598. 

15. Rinehart MT, Drake TK, Robles FE, Rohan LC, Katz D, ct al. (2011) Timc- 
rcsolved imaging rcfractometry of microbicidal films using quantitative phase 
microscopy. J Biomcd Opt 16: 120510. doi:10.1 1 17/1.3665439. 

16. Rappaz B, Marquet P, Cuchc E, Emery Y, Dcpcursingc C, et al. (2005) 
Measurement of the integral refractive index and dynamic cell morphometry of 
living cells widi digital holographic microscopy. Opt Express 13: 9361. 
doi: 1 0. 1 364/OPEX. 1 3.00936 1 . 



Built the imaging refractometry system: MR. Manufactured and 
characterized film samples: SG. 



17. Shaked NT, FinanJD, Guilak F, Wax A (2010) Quantitative phase microscopy 
of articular chondrocyte dynamics by wide-field digital intcrfcromctry. J Biomcd 
Opt 15: 010505. doi: 10. 1 1 1 7/ 1 .3290242. 

18. Popescu G, Park Y, Luc N, Bcst-Popcscu C, Dcflorcs L, ct al. (2008) Optical 
imaging of cell mass and growth dynamics. AJP Cell Physiol 295: C538-C544. 
doi: 10.11 52/ajpccll.00 1 2 1 .2008. 

19. Abdool Karim Abdool Karim SS, Frohlich JA, Groblcr AC, Baxter C, ct al. 
(2010) Effectiveness and Safety of Tcnofovir Gel, an Antiretroviral Microbicide, 
for the Prevention of HIV Infection in Women. Science 329: 1168-1174. 
doi: 10. 1126/science. 1193748. 

20. National Institute of Allergy and Infectious Diseases (NIAID); Microbicide Trials 
Network. Safety and Effectiveness of Tcnofovir 1 % Gel, Tcnofovir Disproxil 
Fumaratc, and Emtricitabine/Tcnofovir Disoproxil Fumaratc Tablets in 
Preventing HIV in Women. (2000) In: ClinicalTrials.gov [Internet]. Bethcsda 
(MD): National Library of Medicine (US). Available: http://clinicaltrials.gov/ 
ct2/show/NCT00705679 NLM Identifier: NCT00705679. Accessed 2013 Sept 
23. 

21. CONRAD; Follow-on African Consortium for Tcnofovir Studies (FACTS); 
United States Agency for International Development (USAID) (2013) Safety and 
Effectiveness of Tcnofovir Gel in the Prevention of Human Immunodeficiency 
Virus (HIV-1) Infection in Women and the Effects of Tcnofovir Gel on the 
Incidence of Herpes Simplex Virus (HSV-2) Infection. In: ClinicalTrials.gov 
[Internet]. Bethcsda (MD): National Library of Medicine (US). Available: 
http://clinicaltrials.gov/show/NCT01386294 NLM Identifier: NCT01386294. 
Accessed 2013 Sept 23. 

22. Shaked NT, Zhu Y, Rinehart MT, Wax A (2009) Two-step-only phase-shifting 
intcrfcromctry with optimized detector bandwidth for microscopy of live cells. 
Opt Express 17: 15585-15591. doi.T0.1364/OE.17.015585. 

23. Ghiglia D, Pritt M (1998) Two dimensional phase unwrapping: theory, 
algorithms & software. Wiley Intcrscience. 

24. Huntley JM, Saldner H (1993) Temporal phase-unwrapping algorithm for 
automated intcrfcrogram analysis. Appl Opt 32: 3047. doi:10.1364/ 
AO. 32.003047. 

25. Davies HG, Wilkins MHF (1952) Interference Microscopy and Mass 
Determination. Nature 169: 541-541. doi:10.1038/169541a0. 

26. Barer R (1952) Interference Microscopy and Mass Determination. Nature 169: 
366-367. doi:10.1038/169366b0. 

27. Lee PI, Peppas NA (1987) Prediction of polymer dissolution in swellable 
controllcd-relcase systems. J Controlled Release 6: 207-215. doi:10. 1016/0168- 
3659(87)90077-0. 

28. Kolin DL, Ronis D, Wiseman PW (2006) k-Space Image Correlation 
Spectroscopy: A Method for Accurate Transport Measurements Independent 
of Fluorophore Photophysics. Biophys J 91: 3061-3075. doi:10.1529/ 
biophysj. 106.082768. 

29. Miller-Chou BA, KoenigJL (2003) A review of polymer dissolution. Prog Polym 
Sci 28: 1223-1270. doi: 10. 1016/S0079-6700(03)00045-5. 

30. Tsay TT, Jacobson KA (1991) Spatial Fourier analysis of video photoblcaching 
measurements. Principles and optimization. Biophys J 60: 360-368. 
doi: 10.101 6/S0006-3495(9 1 )8206 1 -6. 

31. Berk DA, Yuan F, Lcunig M, Jain RK (1993) Fluorescence photoblcaching with 
spatial Fourier analysis: measurement of diffusion in light-scattering media. 
BiophysJ 65: 2428-2436. doi:10.1016/S0006-3495(93)81326-2. 



PLOS ONE | www.plosone.org 



9 



April 2014 | Volume 9 | Issue 4 | e95005 



